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y. A Defcription of a Barometer, wherein 
the Scale of Variation 7nay he encreafed 
at (Pleafure. fBy the (^eyerend Mr. John 
Rowning, Fellow of Magdalen^ Ca//fg'e in 
Cambridge 3 Communicated by Dr. Smith 
F.(I(.S. 

A BCD, in Fig. 4, is a Cylindrical Veflel fil- 
led with a Fluid to the Height W, in which 
is iminerged the Barometer S V, confifting of the fol- 
lowing Parts ; the Principal of which is the Glafs 
Tube T P (reprefented Separately at f /) whofc 
upper End T is hermetically fealed : This End does 
not appear to the Eye, being received by the lower 
End of a Tin Pipe G H, which in its other End G 
receives a Cylindrical Rod, or Tube S T, either 
hollow or Iblid, made of any Materials whatlb* 
ever , thereby fixing it to the Tube T P. The Rod 
S T may be taken offj in order to put in its ftead a 
larger or lefTer, as Occafion requires. S is a Star at the 
Top of the Rod S T, which ferves as an Index, point- 
ing ro the graduated Scale L A, which is fixed to 
the Cover of the VefTcl A B C D. M N is a large 
Cylindrical Tube made of Tin (reprefented fepa- 
rately at m n) which receives in its Cavity the 
fmaller Part of the TubeTP, and is well cemen- 
ted to it at both End^f^ that none of the Fluid can 
get in. 

The 
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The Tube T P, with this apparatus, being fil- 
led with Mercury^ and plunged into the Bafon V, 
which hangs by two or more Wires upon the lower 
End of tlie Tube M N, mud be fo poixed as to float 
in the Liquor contained in the Veffei A B C D, and 
then it will rife when the Atmofphere becomes hghter, 
and e contra. 

Let the fpecifick Gravity of duickfilver be to that 
of Water, or to the Liquor the Barometer floats in, as 
^to I : and if it be propofed that the Variations of this 
Compound Barometer fhali be to the contemporary- 
Variations of the common Barometer in the given 
Ratio of#to I, this Effed will be obtained by ma- 
king the Diameter of the Rod S T to the Diameter 

of the Cavitity of the Tube H I, as V^t+J to i 

;/ s ^ 

which may be thus demonflrated. 

Let us fuppofe that the Variation of the Height of 
the Quickfilver in the common Barometer, called ^, 
is fuch, that a Cubic Incli of Qiiickfilver fhall rife 
into the Vacuum XT; in order to which a Cubic 
Inch of Quickfilver muft rife from the Veffei V that 
is, the Surface P muft fubfide fo far, that a Cubic Inch 
of Water (if that be the Fluid made ufe of) (hall en- 
ter the Veffei V, by which Means the Barometer 
with the Parts annexed will be heavier by a Cubic 
Inch of the Fluid. 

Now this additional Weight of a Cubic Inch of 
Fluid will make the whole Barometer fubfide (ac- 
cording to the Laws of Hydroftaticks) 'till a Cubick 
Inch of the Rod H S, immediately extant above the 
Surface at W, fliali come under it ; but the Length 

of 
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of faclia Magnltudeof HS will exceed the Length of 
an equ^l Magnitude of Qaickfilver in the larger 
Tube X, as much as the Square of the Diaineter at 
X exceeds the Square of the Diameter at H (the 
Lengths of eqlral Cylinders being reciprocal to their 
Bafes). That is, the perpendicular Defcent of the 
compound Barometer will be to "v, the perpendicular 
Afcent of the Mercury in the common Barometer, as 
d to I (fuppoftng this the Ratio of the Bafes) and 
confequently wnll be equal to d v. 

But by this Defcent, the Diftance P W between the 
Surface of the ftagnant Quickfilver and the Top of 
the Fluid will be augmented by a Column, whofe 
Height is d v^ the Defcenr of the Compound Baro- 
meter 5 and confequently the Weight of the whole 
Column of the Fluid prefling on the lower Surface of 
the Quickfilver (to which the Height X is partly 
owing) will beencreafed by a Column of that Length, 
and this Increafe, would produce a fecond Afcent of 
the Mercury at X equal to itfelf, namely d v, were 
the Fluid as heavy as Quickfilver ; but fince it is fup- 
pofed to be lighter in the Ratio of sto i, the Afcent 

of the Mercury on this Account will only be — 

But now, as in the former Cafe, when the Afcent 
of the Mercury was v^ the Defcent of the Compound 
Barometer was fliown tobe dv^ fo here the Afcent 

of the Mercury being — ; the Defcent of the Con> 

•J 

pound Barometer will be — — and the next Defcent 

s 

^ — JE and the next. ^—^ and fo on to Infinity^ 
's s s 
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Therefore the whole Defcent of the Compound Baro* 
meter, is to the Afcent of the Mercury in the common 

Barometer, that i?,^ is to i, as i -^ -j 4- 



ss ' s^ 



+1 6^^- to I, or as - — ;to i ; becaufe the Terms 

s — d 

of the Scries being in Geometrical Progredion, the 

Sum of them all is • Hence we have ;; = 

s —d s — d 

and ns=:dS'^dni that is, i: dii n -^ s i ns:z 

^ I . (rn J" ^ 

■ ~ ■ : I and i : \/^, that is, the Diameter of S T 
M s 

to the Diameter of H I, as ylii to i. aE. D. 

ns 

Example I. Putting 5 = 14 and ^ == r, the Va* 
nations in each Barometer will be equaU by taking 

the Diameter of S T to the Diameter of H I as y — : r, 

14 

that i?, as 30 to %p nearly. 

Example 11. If n be put infinite, the Diameter 

of S T will be to the Diameter of H I as \/ — to r^ 

s 

or I to V 14-5 that i?, as i to 3 4 nearly. 

The Bottom of the Veltel V, and the Ends of the 

Tubes, ought to be made rather round than flat for 

their more eafy Motion up and down in the Fluid. 
It will be convenient to have a fmall Bafon fix'd up* 

on the Star, to contain Shot for the more eafy poifing 

the Barometer in the Fluid. 

VI. Jf 



